4 KEY POINTS
RIGIDLOOP™ Adjustable System

1. **Sutures:**
   - WHITE is adjusting
   - GREEN/WHITE STRIPED is leading
   - GREEN is trailing/翻转

2. **Apply COUNTER tension** on graft when tightening
   - ONLY tighten when button is ON THE BONE

3. **“Lock the knot”:**
   - Pull down on tibial side
   - Cycle the knee
   - Fixate tibial side
   - Re-tension adjusting suture after tibial fixation

4. **Cutting Order:**

   A  WHITE
   B  STRIPE
   C  GREEN

For full product details and precautions, please consult the IFU.
This publication is not intended for distribution outside of the EMEA region.
©DePuy Synthes. 2019. All rights reserved.
107086-190207