**ECHELON ENDOPATH™ Staple Line Reinforcement**

**Optimized Device Performance Guide**

Reinforcement made from the same trusted materials used in VICRYL® and PDS® sutures

Pattern designed to maximize effectiveness of attachment material

Click-and-go applicator

Staple line reinforcement with attachment material on the anvil and cartridge

**Product codes**

ECHELON ENDOPATH™ Staple Line Reinforcement product code: ECH60R

For use with the following reloads:
GST60W, GST60B, GST60D, GST60G, GST60T

**Quality check**

1. **Check heat indicator**

Make sure the heat indicator sticker in the lower left of the package has a white circle in the middle. If the circle has turned red or pink, product performance may be compromised, and the package should be discarded.
Preparation for additional firings

9. Rinse the stapler jaws
Prior to reloading the stapler, hold the instrument in a vertical position with anvil and cartridge jaw completely submerged in sterile solution. Swish vigorously to remove any loose formed staples.

10. Wipe down jaws
Wipe the inside and outside surfaces of the anvil and cartridge jaw to clean up any unused staples or residual attachment material and dry the device.

11. Visually inspect stapler
WARNING: Do not use the instrument again until it has been visually inspected to confirm there are no staples or attachment material on the anvil and cartridge jaw.

For complete product details, refer to the relevant package inserts, with particular attention paid to the indications, contraindications, warnings and precautions, and steps for use of the device.

©2019 Ethicon, Inc. All rights reserved. 117409-200325